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ABSTRACT
One of the primary life-limiting factors for modern total joint arthroplasty components is
ultrahigh-molecular-weight polyethylene (UHMWPE) wear-debris-induced periprosthetic
osteolysis, which leads to aseptic implant loosening and, ultimately, the need for revision
surgery. Therefore, substantially reducing the wear rate of UHMWPE orthopaedic
implant components is critical to extending the in vivo lifetime of these implants. This
work is an effort to compare the wear performance of a novel radiation treatment, ultra
violet (UV) radiation, to that of other UHMWPE materials. The UHMWPE materials
tested include conventional, unmodified, ram extruded \C-RE); gamma-irradiated (7.5
Mrads), ram extruded (G-RE); UV irradiated (100 J/cm ), ram extruded (UVlO0-RE);
UV irradiated (150 J/cm2), ram extruded (UV150-RE); conventional, unmodified,
compression molded (C-CM); and UV irradiated (150 J/cm2), compression molded
(UV150-RE). The UV irradiated material sets were exposed to UV radiation (l=248 nm)
at various doses to induce crosslinking within the polymer.
Pin-on-disk wear tests were performed for a simulated 6 years of in vivo use and the
amount of wear was quantified via profilometry. Wear tests were performed with
UHMWPE disks against a Co-Cr-Mo (ASTM F799) pin at a contact stress of 3.45 MPa.
Diluted bovine blood serum with additions of sodium azide (NaN3) and EDTA was
utilized as the lubricant to simulate synovial fluid. Fourier Transform Infrared
Spectroscopy (FTIR) spectra in attenuated total reflectance (ATR) mode were also
collected, when possible, before irradiation, after irradiation, and after shelf storage.
A total of 18 pin-on-disk wear tests were performed. Examination of the average wear
rates and factors revealed that the unmodified, compression-molded (C-CM)
polyethylene demonstrated the best wear resistance under the current test conditions. The
UV-irradiated material (150 J/cm2) also demonstrated increased average wear resistances.
However, an analysis of variation revealed that the standard deviation in the majority of
the material sets was large enough to result in statistically insignificant differences in
average wear rates and factors. The only statistically significant differences in wear
resistance were between the C-CM material and the UV150-CM material, the G-RE
material, and the UVl 00-RE material. The average oxidation indices decreased slightly
after irradiation. In addition, an analysis of variance showed that all oxidation indices
increased by statistically significant amounts after storage in air. Finally, it is important to
note that the range of wear factors calculated for the variety of materials tested on the UT
pin-on-disk machine are within the range of wear factors reported in the literature.
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1. Introduction

Wear in ultra-high molecular weight polyethylene (UHMWPE) and the resultant wear
particles appear to be the lifetime limiting factors for modern total joint replacements
(TJRs). Consequently, a great amount of research is currently focused on improving the
wear properties of this material. Research has shown that the deformation and wear of
UHMWPE articular surfaces not only degrades the mechanical stability and articulations
of the artificial joint, but that the wear particles generated can induce adverse cellular
reactions. During long term in vivo use, the accumulation of these UHMWPE wear
particles can result in bone resorption and osteolysis. 1•2 This degradation of the
surrounding bone can ultimately lead to component loosening and revision surgery. The
problem of wear particle accumulation in periprosthetic tissues and the resulting
osteolysis and component loosening is the primary life-limiting problem in hip and knee
arthroplasty today. 3-7 Therefore, one approach to extending the service life of total joint
replacements is dependent upon reducing the amount of wear debris that is generated in
the use of the artificial joint.
UHMWPE crosslinked via exposure to ionizing irradiation and other means (chemical)
has exhibited improved wear properties in laboratory tests and clinical use relative to the
unmodified polymer. 3• Irradiation of polyethylene via ultraviolet (UV) radiation has, thus
far, not been studied extensively. Preliminary research by Hollis at The University of
Tennessee has. demonstrated a decrease in polyethylene wear upon exposure to an
increasing UV dose. 9 In this study, Hollis irradiated compression-molded samples of
GUR 4150HP at various UV intensities in a vacuum. In order to evaluate the wear
resistance of these crosslinked specimens, unidirectional pin-on-disk wear tests were
performed on the wear machine utilized by the author. However, these samples were
tested in physiological saline against a ruby sphere counterface. Furthermore, Ohan also
investigated the same material. 10 In this effort, nanoindentation provided a means for
various material properties of the polyethylene to be examined as a function of depth
from the UV treated surface. This effort demonstrated that UV irradiation resulted in
increased hardness and modulus up to a case depth of approximately 140 nm.
8

The primary hypothesis for this research effort is that ionizing radiation, including UV
radiation, will induce crosslinking in· polyethylene. Preliminary data from UHMWPE
exposed to ultraviolet (UV) irradiation in a vacuum has shown improved mechanical
properties and wear resistance. Therefore, the objective of the proposed research is to
verify the improved wear resistance produced via this novel method of crosslinking
UHMWPE.
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2. Significance of Materials Research to Orthopaedics
Arthroplasty is defined as "surgery to reshape or reconstruct a diseased joint." 11
According to the American Academy of Orthopaedic Surgeons, there were approximately
245,000 total knee arthroplasties (TKAs) and 138,000 total hip arthroplasties (THAs) in
1996 in the United States. Furthermore, assuming there are no significant advances in
preventative treatment, these numbers are projected to increase to 454,000 TKAs, an 85%
increase, and 248,000 THAs, an 80% increase, by 2030.12 In 1996, the market for hip and
knee implants in the United States alone was $1.6 billion. As evidenced by these
statistics, the advances of materials research in the orthopaedics community are of great
significance.
2.1 Purpose of Total Joint Arthroplasty
Total joint arthroplasty is performed to attain three primary goals. First, joint arthroplasty
typically provides improved motion and stability in the joint. The range of motion and
stability of the joint is of particular importance in the hip and the knee since these are
weight-bearing joints. Second, arthroplasty is normally performed to relieve joint pain
due to damaged articular surfaces. Finally, arthroplasty is commonly performed in order
to correct deformities in the joint. Without correcting these malformations in the hip or
knee, other problems can arise due to uneven loading of the joint.
2.2 Reasons for Total Joint Arthroplasty
Total joint arthroplasty is generally done when a person has a severe degenerative joint
disorder such as arthritis in which the articular, or moving, surfaces of the joint
deteriorate. These joint surfaces are covered with "a thin layer of smooth, elastic
cartilage."11 This articular cartilage reduces friction and absorbs shock to the joint. A
schematic diagram of a typical synovial joint is presented in Figure 1 (all fi gures are
presented in Appendix B). According to National Arthritis Foundation estimates, 13
arthritis is the number one cause of physical disability, affecting over 40 million
Americans-more than 15 percent of the population of The United States. Two types of
arthritis commonly occur: osteoarthritis and rheumatoid arthritis.
Osteoarthritis is the most common forin of arthritis and is a result of mechanical
degradation by which the joint articular surfaces gradually wear out. 14 According to the
Arthritis Foundation, osteoarthritis affects an estimated 15.9 million Americans.15 This
may be due to aging, angular deformities, overuse or abuse of joints, or previous fractures
or joint injuries. Rheumatoid arthritis is a chronic, systemic connective tissue disease that
affects the synovium, the membrane that normally lubricates the joint. 14 Inflammation of
the synovial membrane results in pain and stiffness of the joint and the lack of normal
joint lubrication results in the articular surfaces of the joint being destroyed. In either
case, the articu�ar surfaces of the joint are worn away and, with time, walking and other
daily activities become difficult and painful.
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2.3 UHMWPE and Applications in Orthopaedic Implants
In orthopaedic applications, UHMWPE is primarily used in hip and knee joint prostheses.
Harry Craven is credited as the first to study this material after polytetrafluoroethylene
(PTFE) succumbed to high wear and creep rates in Charnley's hip implants. 16 The first
hip prostheses utilizing high molecular weight polyethylene (as UHMWPE is commonly
termed in older literature) were ·implanted in 1962. 17 Within the last 30 years, UHMWPE
(to be referred to simply as polyethylene for the remainder of the paper) has become the
standard material for use as an articular surface in orthopaedic joint replacements. The
combinations and uses of biomaterials that have been utilized in total hip arthroplasty are
presented in Figure 2.

Total hip arthroplasty typically involves resurfacing the acetabulum and replacing the
head of the femur. In modem hip implants, the acetabular cup is typically machined or
compression molded from polyethylene. Depending on the model, the acetabular cup can
be all polyethylene or a polyethylene liner with a metal backing. The femoral component
comes in a variety of materials. For the ball, Co-Cr-Mo is the most common alloy
employed in the U.S. today. Some common total hip arthroplasty components are
presented in Figure 3.
Total knee arthroplasty commonly involves resurfacing both the distal end of the femur
and the proximal end of the tibia or the tibial plateau. A schematic diagram of the knee
joint is presented in Figure 4. For knee implants, polyethylene on a Ti-6Al-4V backing
commonly covers the tibial plateau and the femoral condyles are ordinarily covered with
a Co-Cr-Mo alloy. Finally, a polyethylene "button" is ordinarily utilized to resurface the
posterior surface of the patella. Some common total knee arthroplasty components are
presented in Figure 5.
2.4 Significance of Wear
Wear of the articular surfaces of orthopaedic implants is one of the most common reasons
for implant failure. Concerns about the wear properties of orthopaedic implants involve
the structural integrity of the components as well as the biological effects of the wear
debris. 18 Revision surgery is necessary if degradation of the articulating surfaces due to
wear is extensive. If significant loss of material occurs due to wear, the geometrical
conformity of the components is altered and can result in increased stresses. In the past
decade, the wear characteristics of the articular surfaces of joint replacement components
have risen to the forefront of orthopaedic biomaterials research because the resultant wear
particles have been shown to be a major cause of component loosening via bone
resorption. 19 According to many sources, immune response and bone resorption are a
result of excessive amounts of wear particles, as opposed to chemical effects of the wear
particles or mechanical degradation of the components. 1•2

It is for this reason that wear testing of orthopaedic candidate materials is important. A
pin-on-disk wear-screening test provides a relatively quick and simple way to ·compare
selected materials to each other under stable conditions of speed, load, and environment.
3

In addition, the wear characteristics of different combinations of materials can be
quantified and compared via a value designated as the wear factor. The wear factor (k) is
defined as follows: 20
k = _!__
PX

Where:

V = volume loss (mm3 )
P = load (N)
X = sliding distance (m)

However, this common parameter (k) does not account for contact area and the resulting
contact stress at the interface. Therefore, the author proposes the use of a modified wear
factor (k*) to be defined as follows:
k* = _y_

ax

Where:

V = volume loss (mm3)
cr = stress (N/m2)
X = sliding distance (m)

Although this modified wear factor (k*) is simply proportional to the traditional wear
factor (k), inclusion of the stress instead of the load results in a parameter that is easily
compared to results generated on different wear test devices. Therefore, this modified
wear factor will be used in this text.
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3. Review of Related Literature
In order to examine the relationship between structures, processing and wear properties, it
is necessary to understand the fundamentals of wear and wear testing. This basic
knowledge will be reviewed in the following sections.
3.1

Fundamentals of Wear

3.1.1 Types of Wear
Wear is defined as "the progressive loss of substance from the operating surface of a body
occurring as a result of relative motion at the surface."21 Tribology is the study of wear,
friction, lubricants, lubrication and the interaction of materials with surfaces in relative
motion. 22 While the importance of friction and wear has been recognized since before
recorded history, it was in the second half of the 20th century that the great technological
importance of tribology was examined. 22 Surface topography, friction and the common
types of wear are better understood due to these advances.
Wear may take many forms depending on the nature of the surfaces involved (i.e.
roughness, modulus, hardness, etc.), their relative motion, the contact forces, lubrication,
and other environmental factors. 21•23 In general, there are four primary types or wear.
Bisson classified these four modes of wear as follows: adhesion, abrasion, corrosion or
tribo-chemical, and surface fatigue.20
Adhesive wear is a result of strong adhesive forces between two surfaces that result in
what is commonly referred to as "cold welding" (Figure 6). These adhesive shear forces
can become great enough to cause transfer of material from one surface to the other if an
adequate tangential shear stress is applied. Materials that have experienced adhesive wear
typically exhibit cones, flakes and pits on the worn surfaces. 21
According to Salomon and Gee, abrasion is "wear by displacement of material from
surface� in relative motion."24 Abrasive wear can be subdivided into two modes: cutting
wear or two body abrasion and third body abrasive wear. 21 Cutting wear results from a
hard surface rubbing against a softer surface where protuberances on the hard surface
plow through or gouge out portions of the softer surface. Third body wear is the result of
an abrasive particle being caught between the two articulating surfaces. If this particle is
harder than one or both of the articulating surfaces, abrasive wear can occur. Abrasive
wear is most prominent in artificial joints such as the knee and hip in which both typically
employ a cobalt-chromium-molybdenum (Co-Cr-Mo) or titanium alloy surface that
articulates on ultra-high molecular weight polyethylene (UHMWPE). These implants are
commonly affixed with polymethyl methacrylate (PMMA) cement. Small particles of
PMMA or bone debris can break off and become third body abrasive particles between
the articular surfaces.
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Corrosive wear is a result of a combination of corrosion and wear. First, corrosion takes
place on the articular surfaces and results in an oxide scale. This oxide scale is then
removed due to rubbing and friction. Once the protective oxide scale is removed, the
corrosion reaction continues at the initial rate. As long as wear occurs, this cycle
continues indefinitely and material is lost due to corrosion. 2 1 In addition, third body
abrasive wear can also occur if the corrosion product (oxide scale) acts as a third body
wear particle.
. The fourth type of wear is surface fatigue in which damage occurs from cyclic stresses
particularly in rolling or sliding contact. Surface damage to articular surfaces is
manifested in cracks and "local pitting or flaking."2 1 This type of wear is also possible in
polyethylene with high, cyclic loads and can result in delamination or cracking in the
polymer. Fatigue wear is predominately a concern in knee implants where sliding and
rolling occurs over a small contact area.
3 . 1 .2 Types of Lubrication
Human joints are naturally lubricated by synovial fluid. Synovial fluid is an "ultrafiltrate
of plasma" containing hyaluronic acid, which is a high molecular weight
glycosaminoglycan.25 Following total joint arthroplasty, synovial fluid progressively
begins to lubricate the joint once again. Therefore, it is important to examine the different
modes of lubrication when concerned with wear of polyethylene components. The most
prominent factors affecting the mode of lubrication are presented graphically in the
Stribeck curve (Figure 7). These factors that determine which lubrication mode is .
dominant include the friction coefficient (f) for the materials involved, the lubricant
viscosity (Tt), the interfacial velocity (v) and the normal load (FN), As indicated in the
figure, there are three primary lubrication regimes that depend on the friction coefficient
(f) for the materials involved, the lubricant viscosity (Tt), the interfacial velocity (v), the
normal load (FN), the geometry, surface roughness (R) and the separation distance (h)
between the interfaces. The lubrication regimes are defined as follows: I. Hydrodynamic
and elastohydrodynamic (EHD) lubrication, II. Mixed lubrication and III. Boundary
lubrication.2 1
Hydrodynamic lubrication describes a regime in which the articulating surfaces are
separated by a continuous, thick film of lubricant that maintains a surface separation
distance (h) that is much larger than the surface roughness (R).2 1 Friction encountered in
this regime is only due to shearing of the lubricant. Since the surfaces are not in direct
contact under the hydrodynamic lubrication regime, wear cannot occur except under
certain circumstances (surface fatigue wear). Elastohydrodynamic (EHD) lubrication is a
more complex case of hydrodynamic lubrication in which the pressure at the
lubricant/material interface deforms the surface elastically and can alter the lubricant
viscosity.2 1
Region II is commonly denoted as a mixed lubrication regime. This mode is encountered
if the lubricant film decreases in thickness and the surface separation distance (h)
6

decreases. A decrease in the lubricant film thickness can result from a decrease in
interface velocity or lubricant viscosity or an increase in load. In this regime, the surface
separation distance (h) is approximately equal to the surface roughness (R) and contact
between surface asperities is encountered. Friction in this regime is a result of both
shearing of the lubricant and asperity contact between the surfaces. The lubricant film and
the asperities in contact carry the load. In general, all four types of wear may be
encountered in this regime of lubrication. 21
The third region of lubrication is generally referred to as boundary lubrication. As the
separation distance (h) approaches zero, the ratio of asperity contact area to total surface
area approaches one. Therefore, the lubricant film thickness also approaches zero and the
load is carried almost completely through asperity contact. At this point, the properties of
the lubricant are not of great importance.21
3.2 Fundamentals of Wear Testing
3.2. 1 Types of Wear Testing
In general, wear-testing devices can be categorized into one of the two following
categories: screening devices and joint simulators. Screening devices, such as the pin-on
disk apparatus, utilize simplified sample geometry primarily to identify materials with
sufficiently low wear rates to warrant additional evaluation. This type of wear test allows
the researcher to rate candidate materials relative to other materials.26 In addition,
screening tests allow the researcher to vary certain test or material parameters and observe
the effect on the wear rate in a relatively short amount of time.
Joint simulator tests are an attempt to test components in vitro under conditions similar to
the actual service environment. This method of wear testing provides a much closer
approximation to the in vivo conditions than screening tests. However, joint simulation is
significantly more expensive and more complicated than screening tests and does not lend
itself to testing a large number of experimental parameters.26 Knee and hip simulators are
common examples of joint simulator tests. The relative advantages of screening devices
and joint simulators are presented in Table 1 (all tables are presented in Appendix A).
3 .2.2 Methods of In Vitro Wear Evaluation
During and/or after wear testing, it is critical to be capable of measuring the amount of
material lost during the wear test. This measurement is rather difficult due to the
relatively good wear properties of polyethylene and the small amounts of wear that do
occur. In Vitro wear tests typically involve one of four methods of wear measurement:
sample weight loss measurement (gravimetric), wear debris isolation and analysis,
constant dimensional measurement, and physical dimensional measurements of the
sample surface before and after testing.27 Each method has advantages and disadvantages
that will be discussed.
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The orthopaedic industry standard is gravimetric evaluation. This most common form of
wear measurement is performed by weighing the sample before and after the wear test
and calculating the amount of material lost due to wear testing. This method is
complicated by the fact that polyethylene tends to absorb a small amount of liquid during
testing. Typically, soak control specimens are utilized to monitor the fluid uptake. These
control samples are weighed before testing, soaked in the lubricant and subjected to
identical loads for the same duration as the test specimen and then weighed following
testing. The weight gain of these soak control specimens can then be deducted from the
post-test weight of the wear test specimen. In theory, the actual weight loss due to wear is
the result. The primary difficulty with this method is the minute amounts of fluid
absorption and wear. According to ASTM G99, the weight of the samples should be
determined to the nearest 0.000 1 g (0. 1 mg).28 The limitation of the weight loss
methodology has been demonstrated in research by McKellop et al.29 and Walker et al.30
In these experiments, this wear measurement technique was utilized and resulted in a
calculated net weight gain in several wear specimens after wear testing. Due to these
errors, the wear was considered to be zero or the data from these samples was discarded,
respectively. This wear quantification method is even more problematic with the advent
of crosslinked polyethylene and the resultant low wear rates.
Second, the amount of wear can be determined by collection and isolation of the wear
debris from the lubricant by digestion and filtering followed by particle analysis. If basic
lubricants such as distilled water or saline are used, this method is rather simple.
However, if serum is used, separation of the wear debris from the lubricant is more
complicated. Several variations of a technique for wear debris separation from bovine
blood serum through the aid of chemical digestion of the serum and froteins, filtration
and wear volume estimation have been delineated in the literature. 3 1 - 5 These typically
involve one of three techniques: 36 base digestion, acid digestion, and enzymatic cleavage.
Campbell et al. 3 7-39 described base digestion as a means of isolating wear debris from
periprosthetic tissue. As the name implies, this method makes use of NaOH to digest
tissue and qualitatively assess the amount of wear in vivo. The primary disadvantage of
this methodology is the complex nature of the wear debris separation process that
involves ultra-centrifugation and gradient filtration. Acid digestion and enzymatic
cleavage are simpler processes that utilize HCl acid and proteinase K, respectively, to
digest the serum . proteins followed by filtration. Once the wear particles have been
isolated, a SEM is used to image them and image analysis software is used to quantify the
number and size parameters. The primary advantage of this technique is that it allows the
morphology of the wear debris to be examined, which can lead to a better understanding
of wear mechanisms. Niedzwiecki et al. verified all three of these techniques. 36
Third, wear measurement can be obtained via constant dimensional measurements during
the test through the use of transducers. This technique provides a method of monitoring
the wear rate as a function of test time without the test being stopped at certain intervals
for measurement. On the other hand, dimensional measurement of a polymer wear surface
is complicated by the viscoelastic nature of polymers. As presented in Figure 8, the
8

typical polymeric viscoelastic response produces a residual or unrecoverable deformation
after stress relaxation is complete. Through the use of dimensional measurements, it is
difficult to differentiate between wear and this residual deformation.
Finally, the amount of material lost due to wear can be evaluated by making dimensional
measurements of the wear surface before and after wear testing. Through the use of
profilometry, dimensional measurements can be made at numerous points on the surface
of the virgin sample. After wear testing, profiles of the wear track can be made at
numerous points and the average amount of material lost due to wear can be calculated.
As in the aforementioned technique, the viscoelastic nature (creep and stress relaxation)
of polymers complicates this method. However, allowing stress relaxation to occur before
dimensional measurements are made can minimize this effect. Research performed by
Dumbleton suggests that stress relaxation in polyethylene reaches an asymptotic value
approximately 260-280 hours (10.8-11.7 days) after the load is removed (Figure 9).
Furthermore, it might be possible to separate the creep of the material from the wear via a
thorough understanding of the viscoelastic properties polyethylene.
40

3 .2.3 In Vitro Lubrication
Synovial fluid is not typically used as a lubricant for wear testing or simulation because it
is expensive and not commonly available in sufficient quantities. Although synovial fluid
progressively lubricates the artificial joint after total joint arthroplasty, research has
shown that these fluids usually exhibit decreased levels of hyaluronic acid and increased
concentrations of proteins (Table 2). 4 1 43 Therefore, synovial fluid after joint replacement
is more comparable to blood serum in composition.44 In addition, it has been determined
that hyaluronic acid, the primary difference between synovial fluid and blood serum,
contributes little to the lubrication of artificial joints. • However, the proteins in the
synovial fluid after joint replacement, and in blood serum, act as boundary lubricants and
decrease the amount of wear. 4749
45 46

Comparison of wear rates, wear surface morphologies and wear debris of samples tested
in bovine blood serum and distilled water or saline have demonstrated that only blood
serum reproduces the type and quantity of wear seen in removed prosthesis.27• , Furthermore, previous research has shown little or no difference in wear performance and
wear debris morpholoR evaluated in bovine blood serum as compared to clinical (in
vivo) observations. 37• • 2• - 8 According to research by Wang et al., the protein
concentration of the bovine blood serum is a major factor in the accuracy and validity of
wear testing. 9 Human synovial fluids typically have a protein concentration of 10 mg/ml
to 35 mg/ml.2 • 2• Therefore, the serum utilized as a lubricant for in vitro testing should
be within this range.
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3 .2.4 Counterface Roughness
Multiple research efforts have studied the effect of counterface roughness on the wear of
polyethylene. Weightman and Light examined the effect of surface finish of alumina and
stainless steel on the wear rate of polyethylene. 61 A six station pin-on-plate wear
9

screening apparatus was used to test alumina (Ra=0.0 1 5-0. 1 0 µm) and 3 1 6S stainless steel
(Ra=0.020-0.078 µm) discs against RCHl 000 polyethylene pins in serum. The
relationship between the wear factor and surface roughness was found to be
approximately:

It was determined that the wear rate of polyethylene decreases as the surface roughness of
both alumina and stainless steel decreases. This research also demonstrated that alumina
possibly produces less wear at moderate surface finishes between 0.035 and 0.075 µm.
Fisher et al. seemed to substantiate this finding with polyethylene tested against stainless
steel counterfaces with an average counterface roughness from 0.0 1 4 to 0.078 µm. 62 Tri
pin-on-disc wear tests at interfacial velocities of 35 and 240 mm/s were performed in
bovine serum at a contact stress of approximately 1 2 MPa. Similar to the aforementioned
study, wear factors close to 1 0·8 mm3/Nm were found for Ra<0.05 µm. However, higher
wear factors were found for Ra>0.07 µm.
Lancaster et al. investigated the effect of surface roughness of stainless steel, zirconia
(Zr02), alumina (AhO 3) and a Co-Cr-Mo alloy against extruded GUR 4 1 5 polyethylene
pins. 63 These pin-on-disk wear tests were conducted in bovine serum with an interfacial
velocity of 240 mm/s and a contact stress of 1 2 MPa ( 1 740 psi). The counterface disks
were produced with surface roughness (Ra) ranging from 0.005 µm to 0.04 µm. For
differing materials with similar surface finish, there was no statistically significant
differences in the polyethylene wear factors although all surface finishes exceeded the
requirements of international standards (Ra < 0.05 µm). Therefore, Lancaster et al.
suggest that there may be a surface roughness threshold below which there is little change
in the wear factor. However, this research suggests that this threshold is below the current
standard roughness value of 0.05 µm. Based upon this data, the following relation
approximated the wear factor dependence on surface roughness:

Lancaster et al. also examined the effect of surface roughness over a range of 0.04 to 0. 1 0
µm. The following exponential relation described the resultant wear factor dependence:
k = (6.29 x 1 0·9)24.1 4 Ra [mm3/Nm]
Que and Topoleski ·seem to substantiate these results. 64 They performed reciprocating
pin-on-disk wear tests with GUR 4 1 5 polyethylene against ASTM F799 Co-Cr-Mo of
various surface roughnesses (Ra=0.0047-0.0365 µm). These tests were performed in
bovine serum at 3 7 ° C at an interfacial velocity of 1 00 mm/s and a contact stress of 3 .5
MPa (500 psi). The results indicated that polyethylene wear is independent of the
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counterface surface roughness in the range from Ra=0.0047-0.0125 µm. In addition, Co
Cr-Mo components with a roughness greater than 0.0235 µm resulted in significantly
greater wear.
Dowson et al. studied the effect of the surface finish of stainless steel against
polyethylene in a reciprocating-pin-on-disk system with water lubrication. 65 This data
suggested a wear rate/surface roughness relationship described by the foll(?wing relation:

In a continuation of this research, Dowson et al. studied the effect of single scratches and
imperfections on stainless steel counterfaces in the same aforementioned system. 66 The
resultant data demonstrated that pile-up along a scratch in the counterface material is
primarily responsible for increased polyethylene wear rates.
Essner et al. looked at the effect of counterface surface roughness on unmodified and
crosslinked polyethylene. 67 Unmodified (EtO sterilized) and gamma-irradiated and
stabilized GUR 4150 polyethylene acetabular inserts were subjected to hip joint simulator
tests against Co-Cr-Mo femoral heads (Ra=0.02 and 0.20 µm). These tests were
performed in bovine calf serum for 1 million cycles. The results indicated that the wear
rate of crosslinked polyethylene against "smooth" (Ra=0.02 µm) heads was 67% lower
than the wear rate of unmodified polyethylene against smooth heads. The wear rate of
crosslinked polyethylene against "rough" (Ra=0.20 µm) heads was 60% lower than the
wear rate of unmodified polyethylene against rough heads.
Wang et al. utilized a hip joint simulator and a linear reciprocating wear test to examine
the effect of counterface surface roughness.68 Extruded GUR 4150 polyethylene was
crosslinked with gamma radiation at 2.5 Mrad and tested in bovine calf serum against Co
Cr-Mo with a surfaces finish ranging from 0.01 to. 0.85 µm. For the reciprocating wear
tests, the wear factor/surface roughness relationship was described by the relation:

Increasing Ra an order of magnitude from 0.01 µm to 0.1 µm resulted in a 60-fold
increase in the wear factor (k). The wear factor increased by three orders of magnitude as
a result of increasing Ra from 0.01 µm to 0.70 µm. Once again, the wear factor was
approximately independent of surfaces roughness below 0.05 µm Ra. For the hip
simulator tests, the wear factor/surface roughness relationship was described by the linear
relationship:
k = 8.68 x 10·6(Ra) + 1.51 x 10-6 [mm3/Nm]
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In order to be consistent with other results, the hip simulator data was also fitted with a
power function as follows:

The wear factor exhibited a 50% increase upon increasing R a from 0.0 1 µm to 0. 1 0 µm.
In addition, the wear factor increased 600% over the surface roughness range tested (0.0 1
µm to 0. 85 µm). From these results, Wang et al. concluded that, overall, surface finish
has a weak influence on the wear rate of polyethylene. 68
Where possible, the data from the aforementioned literature was plotted to evaluate the
degree of consistency (Figure 1 0). This comparison reveals that most of the surface
roughness/wear factor relationships are consistent with each other, especially below an R a
value of 0.05 µm. The relation derived by Dowson et al. appears to be the model that does
not agree. However, this disagreement might be expected because this model was derived
from data based on wear tests in water while the other models were based on serum
lubrication. As was previously discussed, water lubrication does not provide a wear
model similar to the in vivo environment. Therefore, the model derived by Dowson et al.
,was removed from the data set. A graph of the remaining relations is presented in Figure
1 1 . Overall, these experimental results appear to suggest that a counterface surface
roughness of less than approximately 0.05 µm minimizes the roughness effect.40 This data
suggests that the range of typical prosthetic quality surface finish (0.0 1 µm < Ra < 0.05
µm) is satisfactory for minimizing polyethylene wear.
3 .2.5 Interfacial Velocity
Fisher et al. have estimated the typical physiological velocity in the hip joint to be
approximately O to 60 mm/s (2.4 in/s)62 while Dumbleton estimated that this velocity
ranges from O to 75 mm/s (3 in/s). 69 In addition, Dumbleton estimated the typical
physiological velocities of the knee to be approximately 0-300 mm/s ( 1 1 .8 in/s). Since it
is desirable to accelerate wear testing to reduce the time required per sample per test, it is
pertinent to · examine the effect of interfacial velocity on the amount of wear in
polyethylene. Fisher et al. compared the wear factor of polyethylene against a stainless
steel counterface in a tri-pin-on-disc apparatus at velocities of 3 5 and 240 mm/s ( 1 .4 and
9.4 in/s). 62 This research demonstrated that sliding velocity, within this range, had little
effect on the wear of polyethylene in bovine blood serum for counterfaces with an
average surface roughne�s (Ra) of less than 0.05 µm.
3.3 UHMWPE Modification
In general, total joint replacement components are typically sterilized via exposure to
gamma radiation. In the past 30 years, it has been recognized that ionizing radiation such
as y-radiation alters the physical structure of polymers such as polyethylene. Crosslinking
of the polymer chains can result from exposure to radiation and can lead to improved
wear resistance and other mechanical properties. It is due to these positive aspects of
12

crosslinking that this practice is now common in artificial joint components today.
However, the detrimental aspects of this practice are still not well understood.
3.3. 1 Modification Methods
Currently, polyethylene is crosslinked by a variety of methods. These include gamma
irradiation from a 6°Co source, chemical means (benzoyl peroxide) and electron beam
irradiation.
Multiple investigations have demonstrated that crosslinking induced by electron beam70
and gamma irradiation7 1 •72 is beneficial to the wear rate of polyethylene. Grobbelaar et al.
examined the relationship between radiation dose and atmosphere on the degree of
crosslinking, tensile strength, impact strength, and abrasion resistance of polyethylene. 8 In
this study of Hostalen RCH 1 000C, samples were exposed to gamma-irradiation in a
range from 0-80 Mrads in a nitrogen atmosphere, acetylene or an equimolar mixture of
acetylene and chlorotrifluoroethylene (CTFE). The degree of crosslinking was determined
via Soxhlet extraction. The resultant data showed that the degree of crosslinking increases
with increasing radiation dose below 40 Mrads. The acetylene and CTFE atmosphere
resulted in the greatest degree of crosslinking within this range. In addition, tensile
strength and bulk surface hardness increased with increasing radiation dose. Once again,
the acetylene and CTFE atmosphere produced the greatest values for both. On the other
hand, the impact strength of the crosslinked specimens decreased drastically with
increasing radiation dose. Furthermore, the resultant data seems to suggest that impact
strength is virtually independent of the irradiating atmosphere. In order to avoid the
dramatic degradation of the impact strength, it was suggested that radiation doses not
exceed approximately 1 5 Mrads. Finally, a limited study of the abrasion resistance of
unirradiated and irradiated ( 1 5 Mrads in acetylene atmosphere) samples was performed.
The crosslinked samples exhibited a 30% decrease in weight loss as compared to the
unirradiated samples.
Nusbaum and Rose investigated the effect of gamma-irradiation in air on the mechanical
properties and structure of polyethylene. 73 All samples were irradiated with a 6°Co
gamma ray source with a 2.5 Mrad dose. This research demonstrated that radiation
sterilization of polyethylene in air causes both crosslinking and oxidative degeneration.
Hydrophilic carbonyl groups formed upon oxidation result in increased fluid uptake as
well as discolorations (yellowing) and an increase in density due to this fluid absorption.
Nusbaum and Rose also concluded that no "immediate change in the deformation or wear
behavior" should occur in vivo. Furthermore, irradiating in air did ·not improve the
mechanical properties but increased the susceptibility of cyclic deformation damage.
3.3.2 Oxidation
As previously discussed, ionizing radiation breaks bonds within the polymer chain.
Although the molecular structure of polyethylene is relatively simple, oxidation as a
• result of ionizing radiation is a complex process. 74 A summary of this degradation
pathway is presented in Figure 12. Bond scission can occur at the carbon-carbon (C-C)
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bonds along the polymer chain, end-type scission, or at the carbon-hydrogen (C-H) bond,
chain-type scission (denoted in the figure as "Scission A" and "Scission B," respectively).
In the Scission A scenario, two primary macroalkyl radicals (I) are formed due to scission
of the C-C bond (reaction 1). Due to their large size and resultant low mobility,
recombination can occur (reaction 2) whereby the C-C bond is reformed and the original
macromolecule results. However, these primary macroalkyl radicals (I) could extract a H
atom from a second polymer chain to form a secondary macroalkyl radical (II) and a new
chain with a CH3 end-group (reaction 3). This new chain has a lower molecular weight
than the original and results in a decrease in average molecular weight. In addition, these
chain-type macroalkyl radicals (II) are relatively stable and can remain for long periods of
time. As a result, free-radicals can remain in the system and can participate in oxidative
degradation long after sterilization and even in vivo. 7 Radical (I) can also bond with
oxygen and form a primary peroxy radical (reaction 4 ). Furthermore, a second radical (I)
might combine with this primary peroxy radical to form a peroxide (reaction 5). Finally,
the primary peroxy radical could combine with a H atom (reaction 6) however, this
reaction is not likely due to the non-reactivity of peroxy radicals. 7
4

4

In the Scission B scenario, a macroradical (II) and a highly mobile H atom are formed due
to scission of the C-H bond (reaction 7). Due to the high mobility of the H atom,
recombination (reaction 8) is unlikely. However, it is more plausible that the H atom
would extract a second H atom from another polymer chain to form H2 and result in the
formation of a secondary macroalkyl radical (II) (reaction 9). If a free radical exists on an
adjacent methylene, a double bond or crosslink is for_med in addition to the H2 atom
(reaction 10). Crosslinking can also occur if two adjacent secondary macroalkyl radicals
are at least as close to each other as the C-C bond length. Both of these reactions are
dependent upon the absence of oxygen in the polymer. If oxygen is dissolved in the
polymer, radical (II) can react with it to form a secondary peroxide (reaction 11). It is
probable that this secondary peroxide will extract a H atom from another polyethylene
molecule (reaction 1 2) to form a secondary hydroperoxide and a radical (II) that can then
further propagate the oxidation cycle. Finally, the 0-0 bond in the hydroperoxide is weak
and its scission can result in the formation of ketones, acids, esters and alcohols (reaction
1 3) .

74

The dominance of one reaction scenario over the others is dependent upon, among other
things, the environment in which the irradiation is performed and the time of exposure.
Irradiation in the presence of oxygen (air) appears to promote oxidation and chain
scission74-77 while irradiation in an inert environment such as nitrogen promotes radical
recombination and crosslinking. 7 - 1 Following irradiation, unreacted free-radicals tend to
be trapped in crystalline regions and migrate to amorphous regions with time.82 If the
irradiated sample is not stored in an inert environment, these free-radicals can combine
with oxygen molecules and increase the amount of oxidation with time. 3 • Furthermore,
evidence suggests that post-irradiation oxidation also proceeds in vivo via long-lived free
radicals. 5- 7 Research has shown that post-irradiation oxidation reaches a maximum in
8 8
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the near-surface region of an polyethylene component. 88•89 This is seen through
examination by fourier transform infrared spectroscopy (FTIR) as well as visually as a
subsurface white band. 86•90•9 1 These typical relationships between oxidation and
crosslinking as functions of distance from the surface are presented in Figure 13. Electron
spin resonance (ESR) has also revealed that long-lived free-radicals exist in the
polyethylene following irradiation. 92 If exposed to oxygen at any time in the future,
peroxy radical formation will continue at an accelerated rate. 78•93 Additional research
focused on tribological properties has verified that post-irradiation oxidation is
detrimental to the wear resistance of polyethylene. 94
In the past, it has been hypothesized that compression-molding of polyethylene can
exacerbate oxidation and degrade crosslinking due to oxygen trapped in the polymer upon
processing. On the other hand, several studies have indicated that compression-molded
polyethylene possesses a resistance to oxidation and therefore promotes crosslinking upon
and after irradiation. 95•96 Methods such as post-irradiation annealing in an inert
environment have also revealed an ability to further reduce the quantity of free-radicals
and increase the degree of crosslinking.97-99 Annealing is based upon the theory that
increasing the temperature in an inert environment extinguishes free-radicals and
maximizes crosslinking while minimizing oxidation.
3.4 Clinical (in vivo) Wear
Evaluation and measurement of in vivo wear performance of polyethylene joint
replacement components is primarily performed in one of three ways. These include:
radiographic evaluation, retrieved component evaluation (ex vivo) and periprosthetic wear
debris recovery.

3.4.1 Radiographic Evaluation
Traditionally, wear assessment has been accomplished through radiographic studies of
hip prostheses. For metal-on-plastic prostheses, the wear of the metal ball is considered to
be negligible compared to the polyethylene. With this in mind, radiographs can be used to
approximately determine the amount of penetration of the metal ball into the polyethylene
acetabular cup. These measurements are taken from points of reference in the joint region
and provide a measure of the linear wear of the articulating surfaces. Charnley and Halley
described this specific technique in 1975. 1 00 With this method of clinical evaluation, it
·must be recognized that the degree of penetration is due to a combination of both wear
· and creep. However, it has been shown that creep in polyethylene decreases as a function
of time. Therefore, it can be assumed that a majority of the deformation after the first year
is primarily due to wear. 1 0 1
Hernandez et al. measured polyethylene wear in 231 porous-coated, uncemented
acetabular cups via radiographs at 3-5 years post-operative. 1 02 These components were
divided into two primary . groups based upon the fixation method of the femoral
component: cemented or press-fit (uncemented). The mean linear wear rate for acetabular
cups with cemented femoral components was 0.22 mm/year as compared to 0.14 mm/year

15

for uncemented femoral components. The mean volumetric wear rates were determined to
be 92 mm3/year and 139 mm3/year, respectively. However, it should be noted again that
these values represent both creep and wear and are better referred to as penetration rates.
Cates et al. examined the radiographic wear in 233 cemented hip arthroplasties. 3 The
wear rates of 134 metal-backed polyethylene acetabular cups were compared to 99 non
metal-backed, all polyethylene cups. The calculated mean penetration rates for the metal
backed and all polyethylene cups were 0.11 mm/year and 0.08 mm/year, respectively.
Furthermore, the mean volumetric wear rate was 66.2 mm3/year for the metal-backed
components and 48.2 mm3/year in the all polyethylene cups.
10

Overall, the average rate of penetration observed via radiographic evaluation of total hip
components has been in the range of 0.1-0.4 mm/year.1 , 4•
00 1 0

1 05

3.4.2 Retrieved Component Evaluation
The second method of evaluating in vivo wear performance is to examine removed
prosthetic components after revision surgery or autopsy (ex vivo). Isaac et al. examined
100 Charnley cemented acetabular cups (78 had the associated femoral stems) obtained
after revision surgery for mechanical problems.1 6 Six categories of damage were
observed on the acetabular cups: socket erosion or "back side wear", rim wear due to
femoral stem neck impingement, PMMA cement ingress resulting in embedded particles
in the polyethylene, discoloration or yellowing most likely due to oxidation, cratering or
pitting, and scoring or scratching due to abrasive wear. Of the examined acetabular
components, 34% exhibited back side wear, 48% rim wear, 60% PMMA cement ingress,
30% discoloration, 89% pitting, and 100% roughening of the polyethylene due to abrasive
wear. The articulating surfaces of the femoral stems demonstrated evidence of surface
roughening in vivo. The average roughness (Ra) of these components ranged from 0.013
to 0.4 µm with a mean of 0.053 µm. Out of the 100 examined, 54 (76%) were rougher
than 0.025 µm and 24 (33%) had a roughness greater than the standard maximum
roughness of 0.05 µm. The mean penetration depth of the femoral component into the
polyethylene acetabular cups was 1.69 mm with a range from 0.2 mm to 4.3 mm. The
average penetration rate was 0.21 mm/year with a range from 0.005 mm/year to 0.6
mm/year. Isaac et al. plotted the service life as a function of penetration rate as presented
in Figure 14. It is important to recognize that this data demonstrates that the service life of
the component is dependent upon the penetration and wear rates. Isaac et al. found no
acetabular components that demonstrated both a high penetration rate and long service
life. 6 In other words, wear appears to be the dominant factor in limiting the life of
polyethylene components.
0
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Dowling examined 23 Charnley acetabular cups removed from patients with a service
range between 1 and 14 years.1 7 This study revealed that in vivo wear was confined to the
superior portion of the socket due to the loading direction and geometry of the hip joint.
For "normal" use conditions, a deep wear scar was visible with the naked eye in this
region after approximately 7-8 years of use. In addition, physical examination suggested
0
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that adhesive wear was the dominant wear mechanism initially. After about 7 years of
use, surface fatigue wear seemed to predominate. The penetration rates observed in this
study ranged from O to 0.4 mm/year. This large range was due to the differing activity
levels of the patients.
James et al. compared the clinical wear rates of 63 retrieved acetabular components. 1 08
Specifically, 19 components were directly compression molded from calcium stearate ·
free, polyethylene (Himont® 1900 resin) and 44 were made from machined, ram extruded,
calcium stearate containing polyethylene (GUR 4150). All components had been
implanted for a minimum of 4.26 years and an average of 8.34 years. The amount of
volumetric wear was measured via fluid displacement. Overall, the mean volumetric wear
rate was determined to be 60 mm3/year and 140 mm3/year for the compression molded
and machined components, respectively.
Based upon evaluation of retrieved components, the average penetration rate of femoral
heads into Charnley acetabular cups is estimated to range from 0.07 to 0.22 mm/year. 1 09
3.4.3 Wear Debris Recovery
Information concerning in vivo wear performance can be obtained by examining the size,
amount, distribution and morphology of wear products. Multiple researchers have
examined and described the morphology of polyethylene wear particles from
periprosthetic tissue. 32•37• 1 1 0• 1 1 5 Several methods have been developed for digestion of the
tissue in order to isolate the wear debris.
Maloney et al. examined the wear debris from 35 soft-tissue membranes from the
implant-bone interfaces of failed femoral components in total hip arthroplasties. 1 1 1 The
particles were isolated via digestion of the soft tissue following revision surgery and were
characterized through the use of optical light and scanning electron microscopy as well as
x-ray and automated particle analysis. The mean sizes of the polyethylene and metallic
particle wear debris were 0.5 µm and 0.7 µm, respectively, as determined by scanning
electron microscopy. According to automated particle analysis, the mean particle
diameter was 0.63 µm and an average of 1. 7 billion particles per gram of tissue was
estimated. Maloney et al. concluded that the particulate implant debris in periprosthetic
tissues surrounding failed femoral components without cement are predominantly sub
micron in size and present in density of greater than one billion particles per gram of
tissue.
Hirakawa et al. isolated and quantified wear debris from 123 tissue samples obtained
adjacent to failed total hip implants from 88 patients. 1 1 6 The resultant data demonstrated a
particle density range of 8.5x l 08 to 5.7xl0 1 1 wear particles per gram of tissue and the
concentration was highest near the proximal femoral membrane. The mean wear particle
diameter was calculated to be 0.8 µm.
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3.5 Results of In Vitro Wear Testing
Multiple research efforts have focused on exam1mng the wear performance of
polyethylene through in vitro testing. These studies have been performed via simple
screening tests such as pin-on-disk and reciprocating pin-on-plate wear test devices as
well as on complex knee and hip simulators to compare the wear resistance among
unsterilized, gamma irradiated, electron beam irradiated, gas plasma sterilized and
ethylene oxide (EtO) sterilized samples. In addition, different atmospheres (air, vacuum,
nitrogen and argon) for irradiation and packaging have been examined as previously
discussed. Furthermore, many studies also have examined different static loads and
dynamic loading profiles, interfacial velocities, counterface materials, counterface
roughness, resin types, processing methods, lubricants, additives ( calcium stearate),
annealing protocols and aging on different test devices.

General trends in polyethylene wear resistance are evident although the results of various
research efforts are not comparable, in general, due to the large number of differing
variables. In general, wear factors determined through screening wear testing (i.e. pin-on
disk, reciprocating, etc.) reported in the literature are in the 1 0 6 to 1 0·9 mm3/Nm
range. 62·68· 1 1 7 Overall, it is evident that the wear resistance of polyethylene improves as
the crosslinking density increases. 1 1 8· 1 20 Muratoglu et al. specifically concluded that the
average molecular weight between crosslinks (Mc) is the variable that defines the wear
resistance. 70 As discussed previously, irradiation and/or storage in an environment
containing oxygen seems to inhibit crosslinking and promote degradation through
oxidation and chain scission, which leads to reduced wear resistance. 94· 1 2 1 - 1 24 Therefore,
irradiation and/or storage in an inert environment seems to correlate with improved wear
resistance. 94· 1 1 8· 1 1 9 Research has shown that sterilization via EtO gas does not alter the
physical structure or properties of polyethylene. 72• 1 2 1
Conflicting conclusions on the effect of several variables on the wear rate of polyethylene
are evident upon inspection of the literature. The wear resistance is generally believed to
increase with increasing average. molecular weight of the resin. 125 However, one study has
provided evidence that demonstrates a lack of influence of molecular weight. 1 18 The
presence of calcium stearate, a polyethylene additive, has also been suspected of
inhibiting particle fusion and leading to a reduced wear resistance. Again, wear tests by
McKellop et al. supported the lack of influence of calcium stearate on wear resistance. 1 18
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4. · Materials

Wright · Medical Technology (WMT, Arlington, TN) donated and machined ultra-high
molecular weight polyethylene (UHMWPE) disks of Ticona 1050 ram-extruded (RE) bar
stock from Poly Hi Solidur, Inc. (Fort Wayne, IN). Thirty-five disks or pucks with a
thickness of 6.35 mm and a diameter of 38.1 mm were machined to an arithmetical
average surface roughness (Ra) of 1.3 µm (50 µin). Five of the samples provided were
machined from Ticona 1020, conventional, unmodified, compression molded (C-CM)
sheet stock also fabricated by Poly Hi Solidur, Inc. The Co-Cr-Mo (ASTM F799) pin was
machined at The University of Tennessee from rod stock manufactured by Carpenter
Technology Corporation (Wyomissing, PA) and donated by WMT.
Five of the conventional, unmodified, ram-extruded polyethylene samples were used as
control specimens (C-RE). Five of these ram-extruded, unmodified polyethylene samples
were gamma-irradiated with 7.5 Mrads (G-RE) on April 16, 2000 by SteriGenics
(Gurnee, Illinois). Following irradiation, the samples were packaged in a nitrogen
environment for storage. Approximately 10 weeks later (June 28, 2000), these gamma
irradiated samples were annealed by WMT at 150°C for 2 hours (heated at 2 C0/min and
cooled at 1 C 0/min) to minimize the amount of residual free-radicals. Once annealed, the
samples were stored at room temperature in air.
Eight samples were exposed to ultraviolet (UV) radiation. The source of the radiation
(A=248 nm) was a Lambda Physik LPX305i pulsed KrF laser (Goettingen, Germany).
Through the use of optics and mirrors, the beam was expanded to an area of
approximately 102 mm x 76 mm to expose one side of the entire sample surface to the
beam pulses. Prior to sample exposure, the average energy density per beam pulse was
measured with a Scientech Astral AD30 calorimeter,(Idaho Falls, ID) and determined to
be approximately 14.8 mJ/cm2 • This average value was then used to calculate the number
of pulses required to obtain a given total energy dosage per sample.
Eight samples were irradiated with 248 nm UV radiation. Three extruded, unmodified
polyethylene samples were exposed to total dosages of 1 00 J/cm2 (UVl O0-RE). Three
extruded, unmodified polyethylene samples were exposed to total dosages of 150 J/cm2
(UV150-RE). Two compression-molded, unmodified polyethylene samples were also
exposed to a total dose of 150 J/cm2 (UV150-CM). These irradiation dosages were
obtained at a laser pulse frequency of 10 Hz while the samples were contained in a
chamber filled with nitrogen to minimize oxidation.
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5. Experimental Methods

Various analytical methods and tests were utilized to evaluate the unmodified (control)
and modified polyethylene samples. A brief summary of each technique and use will
follow.
5.1 Pin-on-disk Wear Test
Prior to testing, polyethylene disks were soaked in distilled, deionized water for a
minimum of 5 days to minimize liquid absorption during testing. A pin-on-disk (POD)
wear apparatus that was designed and built at The University of Tennessee was utilized
for these tests. The polyethylene disks rotated in a horizontal plane on the end of a
vertical shaft. The Co-Cr pin, screwed into the end of a horizontal arm, made contact with
the disk on the upper surface. The majority of the normal force was generated by the
suspension of a lead weight from the bottom of the arm. Fine adjustments in weight were
made with lead shot contained in small cups attached on top of the arm. A cup on the
opposite side of the pivot point from the pin was used to counter-balance the arm so that
the normal force was generated from the lead weight and lead shot only, not from the
weight of the arm or pin.

Based upon previous research, sterile, filtered blood serum (Sigma B-277 1 ) was utilized
as the lubricant for these tests. According to Sigma literature, bovine blood serum has a
protein concentration of approximately 60 mg/ml to 85 mg/ml as received. Therefore, the
blood serum was diluted with distilled, deionized water (40% serum, 60% water) to
produce a lubricant with a protein concentration of 24 mg/ml to 34 mg/ml that
corresponds to the concentration typically found in human synovial fluid. In addition, 0.2
wt.% sodium azide, NaN3 (Fisher S2271-25), and 20mM ethylenediaminetetra-acetic acid,
EDTA (Fisher LC 1 39 1 0- 1 ), was added to retard microbial degradation of the bovine
blood serum and prevent precipitation of calcium phosphate, 126 respectively. The serum
was stored at -20 ° C, thawed before testing and replaced following each test. Tests were
performed at room temperature (2 1 ° C) with the disk and pin tip submerged in a reservoir
containing approximately 650 mL of this serum solution. The temperature of this
lubricant solution was not controlled and heating effects due to friction were considered
to be negligible due to the large reservoir volume. During testing, lubricant lost due to
evaporation was replaced with distilled, deionized water.
Dumbleton estimated the average contact stress in a typical hip . implant to be
approximately 3 .45 MPa (500 psi) with peak stresses of approximately 6.90-1 0.35 MPa
( 1 000- 1 500 psi). 69 Based upon this approximation, the current wear screening tests were
conducted with a contact stress of 3.45 MPa (500 psi). The interfacial velocity for all
wear tests was 1 50 mm/s and is well within the range examined by Fisher et al. 62
A 1 .59 mm diameter Co-Cr (ASTM F799) pin �as used as the counterface surface in
these wear tests. The pin tip geometry was a flat end so that the surface contact area and
the contact stress remained constant throughout the test. Prior to each test, the pin tip was
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metallographically prepared to a final 0.05 µm alumina slurry surface finish. The mean
surface roughness (Ra) of the pin tip before wear testing was determined to be 0.03 µm.
Prior to performing a wear test, each sample was cleaned via a protocol commonly used
in the literature to remove all contaminants and debris. This cleaning protocol is
presented in Appendix C. A similar cleaning protocol was followed after the wear test to
remove all wear debris and lubricant residue from the surface. Following wear testing, all
samples were stored at room temperature in desiccators.
Wear tests were conducted for an estimated equivalent of 6 years in vivo use, or 64.2 km,
assuming an average of 10.7 km per year for a typical total hip prosthesis as calculated by
Clarke. 127 The average wear rate and wear factor were calculated for each material set.
5.2

Profilometry

Profilometry· data for the polyethylene samples were collected via a Taylor Hobson
Talysurf 10 profilometer (Rank Taylor Hobson, Inc.; Rolling Meadows, IL) in
conjunction with Dr. Peter Blau and Dr. Ron Ott at The High Temperature Materials
Laboratory, Oak Ridge National Laboratory. Four profiles across the wear track were
made randomly 90 ° apart. An example of a wear track profile before analysis is presented
in Figure 15. The wear track area was calculated by fitting 4th or 6th order polynomials to
the wear track and unworn (machined) surface data, subtracting the former from the
latter, and integrating the difference within the limits of the wear track. An example of a
wear track profile after fitting polynomials to the wear track and unworn surface is
presented in Figure 16. This method estimated the amount of material (µm2) removed
from the wear track at that location and accounted for lips, or pile-up, on the edges of the
wear track. An average of these four values was then obtained for each sample. The
average wear volume for each sample was then determined by multiplying the average
wear track cross-sectional area by the circumference of the wear track (94.2 mm).
The average surface roughness (Ra) of the Co-Cr pin tip was measured via a Rodenstock
non-contact laser profilometer in addition to the contact Talysurf 10 for comparison. Both
methods revealed an Ra value of0.03 µm before wear testing.
5.3

Infrared Spectroscopy

Infrared (IR) spectroscopy is a method used to examine the vibrations between bonded
atoms in organic compounds. The vibrational frequency of each bond is related to the
interatomic bond and is dependent upon masses of the bonded atoms and the type of
bonding (ionic, covalent, double and triple bonds). If the frequency of the incident
radiation exactly matches the natural vibrational frequency of the organic molecule, a net
transfer of energy occurs, which results in a change in the amplitude of the molecular
vibration and absorption of the radiation. Since each type of atomic bond has a distinctive
frequency of vibration, a particular atomic bond is associated with the absorption of a
particular light frequency. In other words, the nature and quantity of atomic bonds within
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a material can be determined by examining the intensity of light absorbance as a function
of frequency. The Fourier transform infrared spectrometer (FTIR) is a modem version of
the traditional IR spectrometer in which the source is split into two beams whose path
lengths can be varied to give interference r.attems. Data can be obtained through
measurement of transmitted or reflected light. 12 · 129
The wear surfaces of the polyethylene samples were examined via attenuated total
reflectance (ATR) in the bulk form (Bio-Rad FTS6000; Cambridge, Massachusetts). Mid
infrared spectra (4800-900 cm- 1 ) were collected at four locations along the radial
direction as indicated in Figure 1 7. Two hundred fifty-six scans were performed at each
location to improve the signal-to-noise ratio. An oxidation index (01), a qualitative
measure of oxidation, was determined in order to compare the relative amount of
oxidation in the samples. The oxidation index is a ratio of peak area ( absorbance) for the
carbonyl peak ( 1 720 cm- 1 ) to the CH2 peak (1 370cm- 1 ). The CH2 peak is a result of
wagging of CH2 groups within the carbon chain in the amorphous region of the
polymer. 1 3 0 Therefore, a low 01 denotes a lack of oxidation in the polymer and a high 01
denotes a greater amount of oxidation.
When possible and applicable, FTIR spectra were collected for samples before irradiation
(C-RE, C-CM, UV l O0-RE, UV 1 50-RE and UV 1 50-CM), post-irradiation (G-RE,
UV l O0-RE, UV 1 50-RE and UV 1 50-CM), and post-storage (C-RE, C-CM, G-RE,
UV l O0-RE, UV 1 50-RE and UV 1 50-CM). Post irradiation spectra were collected within
6-8 hours of irradiation with the exception of the G-RE samples, which were irradiated by
SteriGenics (Gurnee, Illinois) prior to machining and shipping to The University of
Tennessee. In this case, the post-irradiation spectra were collected approximately 9
months after irradiation. Post-storage spectra were collected after shelf-storage of
approximately 1 year from the date of irradiation.
5.4 Statistical Data Analysis
In an effort to correctly interpret the meaning of the data collected, statistical data analysis
was employed. Standard deviation of the data sets. was determined through the following
equation:

Standard Deviation =
Where:

n = number of data points
x = value of data point

One-way analysis of variance (ANOVA) was utilized to determine whether differences
between data sets were statistically significant. Analysis of variance was calculated with
WebStat 2.0 software. The software calculates the probability (p) that two or more sample
sets are statistically equal. For instance, p = 0.02 means that there is only a 2% chance
that the data sets are statistically equal (statistically insignificant difference). 1 3 1
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6. Experimental Results and Discussion
6.1 Pin-on-disk Wear Test
A total of 1 8 pin-on-disk wear tests were performed, with each test corresponding to an
estimated 6 years of simulated in vivo use. A minimum of 2 (UV l 50-CM) and a
maximum of 4 (C-CM) tests were conducted for each sample set. Three POD wear tests
were conducted for the remaining materials sets. A summary of the wear data is presented
in Appendix D. The average calculated wear rates and modified wear factors as a function
of material type are presented in Figures 1 8 and 1 9, respectively. The error bars on the
data represent the standard deviation of the sample set. It is important to note that the
wear rate and modified wear factor (k*) are proportional to one another. The modified
wear factor simply takes into account the stress of loading as a means of comparison
between laboratories.
Examination of the average wear rates and factors reveals that the unmodified,
compression-molded (C-CM) polyethylene demonstrated the best wear resistance under
the current test conditions. In fact, the C-CM material exhibited an average 50% decrease
in wear rate as compared to the unmodified, ram-extruded material (C-RE). The UV
irradiated material (1 50 J/cm2) also demonstrated a decreased average wear rate. The UV
irradiated, compression-molded material (UV 1 50-CM) and UV irradiated, ram-extruded
material (UV 1 50-RE) exhibited average 27% and 20% decreases in wear rate,
respectively, as compared to the C-RE material. Under these test conditions, the 7.5 Mrad
gamma-irradiated material (G-RE) and the lower UV dose material (UV l O0-RE)
exhibited wear rates similar to the C-RE material.
However, a statistical analysis of variation (ANOVA) revealed that the standard deviation
in the majority of the material sets is large enough to result in statistically insignificant
differences in average wear rates and factors (p>0.05). The only statistically significant
differences in wear resistance were between the C-CM material and the UV 1 50-CM
material (p=0.03), the G-RE material (p=0.03), and the UV l O0-RE material (p=0.02).
From the results of these wear tests, it appears that UV irradiation of compression molded
polyethylene results in a higher wear rate. However, this conclusion might not be
warranted. In the case of all the UV irradiated samples, with the exception of the UV 1 50CM samples, wear tests were performed within 7-10 days after irradiation. In contrast,
wear tests on the UV 1 50-CM samples were performed approximately three months
following irradiation due to time constraints. Therefore, it is possible that the increased
wear rate demonstrated by the UV 1 50-CM material group is a result of this extended time
between irradiation and testing when oxidation and degradation could have occurred.
The large standard deviation in the wear data is primarily due to the relatively small
amount of wear that occurred with the polyethylene and the resultant difficulty in
measuring this wear. UHMWPE has been used in orthopaedic devices for the last 20+
years because of its tremendous wear resistance. Therefore, a balance must be attained
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between performing wear tests for a reasonable amount of time and producing a
consistently measurable amount of wear. In this study, testing of one sample at a time was
a major disadvantage in the time required per test. Due to these time limitations, tests
were run for the minimum amount of time required to produce a visible amount of wear
when evaluated by profilometry. Furthermore, the use of profilometry as a means of wear
quantification requires the experimenter to determine the location and width of the wear
track within the profile. This task was made difficult in most cases due to the lack of
consistent, identifiable wear tracks within the wear test time and parameters. As a result,
the quantification of wear was too dependent upon the evaluator's discretion to determine
the location and width of the wear track within the profile. It is believed that this resulted
in inconsistent results and the large spread in data evidenced by the standard deviation.
Finally, it is important to note that the range of wear factors (Appendix D) calculated for
the variety of materials tested on the UT pin-on-disk machine ( 1 0-7 < k < 1 o-8) are within
the range of wear factors reported in the literature (Section 3.5). In fact, the range of wear
factors determined through the current testing protocol falls in the middle of the range
predicted by the equations discussed in Section 3 .2.4 for an average counterface
roughness (Ra) of 0.03 µm. Therefore, the UT pin-on-disk test apparatus appears to
produce wear factors for polyethylene similar to those reported in the literature.
6.2 Infrared Spectroscopy
The average oxidation indices (01) for all material sets before irradiation, post-irradiation
and post-storage are presented in Figure 20. In general, it is evident that the average
oxidation indices decreased slightly after irradiation. It is suspected that the decrease in
average oxidation indices after irradiation was a result of the UV/polymer interaction at
the surface of the samples. In addition, an analysis of variance shows that all oxidation
indices increased by statistically significant amounts after storage in air (p<0.0 1 ). For the
UV irradiated samples, this oxidation was expected since the samples were not annealed
following irradiation and they were shelf-aged in air. However, the increases in average
01 for the unmodified (C-RE and C-CM) and the gamma-irradiated and annealed (G-RE)
samples were surprising. Recent studies have shown increased variation in average 01
measurements . for materials with low levels of oxidation. 1 32• 133 This increased variation
might explain the larger error bars (standard deviations) on these materials but would not
necessarily explain the relatively large increases in 01 after storage. While the average
post-storage oxidation indices were relatively low, it would be expected that these values
would continue to increase with further shelf-aging.
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7. Conclusions

The UHMWPE materials tested include conventional, unmodified, ram extruded (C-RE);
gamma-irradiated (7.5 Mrads), ram extruded (G-RE); UV irradiated ( 1 00 J/cm2), ram
extruded (UV l 00-RE); UV irradiated ( 1 50 J/cm2), ram extruded (UV 1 50-RE);
conventional, unmodified, compression molded (C-CM); and UV irradiated ( 1 50 J/cm2),
compression molded (UV 1 50-RE). The UV irradiated material sets were exposed to UV
radiation (A-=248 run) at various doses to induce crosslinking within the polymer. The
unmodified, conventional compression-molded polyethylene (C-CM) material set
demonstrated the lowest average wear rate and modified wear factor under these test
conditions. However, the only statistically significant differences in wear rates and
modified wear factors were between the C-CM material and the UV 1 5 0-CM material, the
G-RE material, and the UV 1 00-RE material. The large standard deviation in the wear
data is primarily due to the relatively small amount of wear that occurs with polyethylene
and the resultant difficulty in measuring this wear. Using profilometry as a means of wear
quantification exacerbated this problem. With this method, the wear analysis was too
dependent on the evaluator's judgment as to the location and width of the wear track.
Despite the large standard deviations within the material sets, the UT pin-on-disk test
apparatus appears to produce wear factors for polyethylene similar to those reported in the
literature thereby validating the test apparatus.
The oxidation index, as determined by FTIR, appeared to decrease immediately following
irradiation. Furthermore, the oxidation index increased in all material sets after a
minimum of 1 year of shelf-storage. Finally, it is important to note that the range of wear
factors calculated for the variety of materials tested on the UT pin-on-disk machine are
within the range of wear factors reported in the literature.
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8. Future Work

A large range of work remains to be investigated in this area of polyethylene
modification. In the future, this evaluation might be greatly enhanced through the use of
an alternative form of wear quantification or an improved profilometry technique. With
the current methodology, the signal-to-noise ratio is too low and the differences between
material groups are statistically insignificant. In addition to the resolution problems
encountered using profilometry, there is also the difficulty in separating wear from the
viscoelastic response (creep) of the polymer. If profilometry is used, the viscoelastic
response of each material set should be characterized so that the amount of material
removed through wear might be determined. Performing wear tests for greater lengths of
time or altering other variables in order to produce a greater amount of wear might also
greatly improve the signal-to-noise ratio and assist the evaluator in identifying the
location and width of the wear track in the profiles. Finally, automation of the wear
evaluation calculations through the use of software such as Matlab® would also simplify
this evaluation process and should provide more accurate results.
Furthermore, the typical penetration depth of UV radiation needs to be determined both
through analytical techniques as well as through calculation. The determination of
penetration depth would provide more insight into the efficacy of UV irradiation of
polyethylene. In future studies, it would be useful to anneal the UV irradiated samples as
well as artificially age them in order to examine long-term oxidation. Finally, it is
recommended that, if possible, all future FTIR spectra be collected in the transmission
mode from microtomed samples as opposed to the attenuated total reflectance (ATR)
mode from bulk samples. It is believed that this would greatly increase the signal-to-noise
ratio of the spectra and provide more statistically significant information on both
oxidation and crystallinity changes within the material sets.
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Table 1. Relative advantages of screening devices as compared to joint simulators.

(Reprinted from McKellop, H. "Wear of artificial joint materials II - Twelve-channel wear-screening device:
Correlation of experimental and clinical results." Eng in Med, Copyright 198 1, with permission from the Council of the
Institution of Mechanical Engineers.)

Screenin2 Devices

Joint Simulators

1. Simple, inexpensive sample
fabrication.

1. Material variables exactly duplicate
those of implanted prostheses (grain
structure, hardness, surface finish,
molecular weight, crystallinity, etc.)

2. Simple sample geometry permits
accurate weight and dimensional
measurements.

2. Load pattern, contact area and stress
distribution are more representative of in
vivo conditions.

3. Multi-sample capacity for rapid
evaluation of numerous parameters
(material, processing, lubricant,
surface finish, etc.)

3. Tests evaluate the design of the
components concurrently with the
properties of the materials used.

Table 2. Comparison of the composition of synovial fluid and serum. (Adapted from Walker, P.S.
"A comparison of normal and artificial human joints." Acta Orthop Belg, Copyright 1973, with permission from Acta
Orthopaedica Belgica)

Synovial Fluid
Source

Normal Joint
Bovine Serum
(as-received)
Bovine Serum
(40% H2O)
Hip, McKee-Farrar
Implant (2 years)
Hip, McKee-Farrar
Implant (1 year)
Rheumatoid Arthritis
Hip, Cup Arthroplasty
Implant ( 4 years)
Knee, Arthritis
Knee, Medial
Meniscus Tear
Knee, Moderate
Osteoarthritis
40

Hyaluronic Acid
Content (mg/mL)

3.5

Total Protein
Concentration (mg/mL)

--

17.2
60-85

--

24-34

0.56

32

0.34

--

0.28

58

3.5
1.4

30
35

0.81
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Figure 1 . A schematic diagram of a synovial joint. 1 34

(Reprinted from Dowson, D. "Lubrication in
Human Joints," in Lubrication and Wear in Joints. V. Wright, Ed.� Copyright 1 969, with permission from Lippincott,
Williams & Wilkins )
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Figure 2. Combinations and uses of biomaterials that have been utilized in total hip
arthroplasty. 1 6 (Reprinted from Li, S. "Polyethylene," in The Adult Hip Vol. 1, J.J. Callaghan, A.G.
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Figure 3 . Common total hip arthrbplasty components.
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Figure 4. A schematic diagram of the knee joint.
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Figure 5 . Common total knee arthroplasty components.

46

A

C

•

D

•

Figure 6. Schematic diagram of adhesive wear or "cold welding." In B, contact is made
between asperities. In C, asperities in contact are deformed due to applied
norinal force and "cold welding" occurs. In D, the sutfaces are separated and
fracture occurs within one material instead of at the interface resulting in
material transfer. 1 3 5 (Reprinted from Bechtol, C.O.; Ferguson, A.B., Jr.; and Laing, P.G. Metals in
Engineering in Bone and Joint Surgeiy. Copyright 1 959, with permission from Lippincott, Williams & Wilkins.)
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V

(Reprinted from Czichos, H Tribology. pg. 131, Copyn"ght 1978, Wl'th permission
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Figure 8. Characteristic creep response and stress relaxation of a viscoelastic polymer.40
(Reprinted from Dumbleton, J.H. Tribology of Natural and Artificial Joints Tribology Series, Vol. 3. Copyright
1981, with permission from Elsevier Science.)
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APPENDIX C
Sample Cleaning Protocols

62

Method for Cleaning of Polymer Specimens Before Testing

1.
2.
3.
4.
5.
6.
7.
8.
9.

Rinse with distilled water to remove bulk contaminants.
Wash in an ultrasonic cleaner in a solution of 1% detergent for 15 minutes.
Rinse in a stream of distilled water.
Rinse in an ultrasonic cleaner in distilled water for 5 minutes.
Rinse in a stream of distilled water.
Dry with lint-free tissue.
Immerse in methyl alcohol for 3 minutes.
Dry with lint-free tissue.
Air-dry in a dust-free environment at room temperature for 30 minutes.

Method for Cleaning of Polymer Specimens After Testing

1. Rinse with distilled water to remove bulk contaminants.
2. Rinse in an ultrasonic cleaner in distilled water for 15 minutes.
3. Rinse in a stream of distilled water.
4. Dry with lint-free tissue.
5. Store in a dust-free environment at room temperature.

63

APPENDIX D
Experimental Data
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i

Sample

0\
Ul

1

2

3

Wear Track Area (µm )
4
5

6

7

8

Average Wear
Track Area (µm..)

2592. 1 7
1053.32
264.28
236.02

0.00
986.92
0.00
212.44

530.55
2485.86
0.00
703.70

1 670.0 1
157.48
572.36
999.8 1

0.00
488.86
0.00
926. 1 1

1 1 50.99
905. 10
34 1 . 1 3
526. 1 7

445. 1 6
594.02
427.40

678.36
1064.25
478.6 1

884. 12
0.00
580.82

48 1 .62
2307.48
848.37

739.6 1
0.00
484.77

526.88
1 1 58.22
395.02

673 .77
888.54
542.44

1 1 47.95
0.00
1060.69

420.49
86.29
0.00

496.33
1 653.08
4 16.94

1 577. 1 1
1 982.71
40 1 .33

78.93
0.00
81 1 .71

894.07
1 50.68
0.00

430.30
1246.97
486.98

843.25
865.29
542.33

6 1 3. 1 7
309.20
733.0 1

704.92
644.98
469.80

1352. 10
1 38.37
404.99

786.70
79 1 .02
688.75

7 1 5. 8 1
307.26
460.29

1 065. 1 8
1 87.55
543 .08

92 1 .05
549.50
204.42

73 5.78
296.84
41 9.97

861 .84
403.09
490.54

C-CMl
C-CM2
C-CM3

422. 1 7
244.63
52. 19

207.44
1 87.39
248.82

582.80
364.70
958.56

127. 1 6
432.94
34 1 .62

470.00
303.52
626.32

292.40
278.59
626.30

41 6.43
86.54
471 .94

430.33
562.44
43 .25

368.59
307.59
42 1 . 1 3

UV1 50-CM1
UV 1 50-CM2

588.30
0.00

457.72
845.14

591 .08
737.85

876.49
405.65

405 . 1 3
753.59

452. 10
462.38

458.99
753 .64

278. 1 7
462. 1 5

5 1 3.50
552.55

C-REl
C-RE2
C-RE3
C-RE4

1 1 8 1 .44
1 397.20
644.25
587.0 1

133.80
355.62
0.00
344.36

3099.93
3 15.51
1 248. 1 3
1 99.92

G-REl
G-RE2
G-RE3

624.77
0.00
407.95

1009.65
1984.36
71 6.54

UVlOO-REl
UV1 00-RE2
UV100-RE3

1 700.85
1 802.55
1 1 6 1 .02

UV1 50-RE1
UV 150-RE2
UV1 50-RE3

°'°'

Materials
Average Wear Track Area (µm·)
Standard Deviation
Simulated Test Time (Years)
Sliding Distance (km)
Total Average Wear Volume (µmj )

I

I

C-RE
730.85
365

I

I

G-RE
701 .58
175

I
I

UV I00-RE
750.29
1 80

I
I

UV IS0-RE
585 . 1 6
244

I
I

C-CM
365.77
57

I
I

UV IS0-CM
533.02
28

6
64.2
0.0689

6
64.2
0.0661

6
64.2
0.0707

6
64.2
0.0552

6
64.2
0.0345

6
64.2
0.0502

Wear Rate (mm'/m
Standard Deviation

l .07E-06
5.36E-07

l .03E-06
2.56E-07

l . l0E-06
2.65E-07

8.59E-07
3.58E-07

5.37E-07
8.34E-08

7.82E-07
4.05E-08

k mm /N m
Standard Deviation

l.57E-07
7.86E-08

l .5 1 E-07
3.76E-08

l.61 E-07
3.88E-08

l .26E-07
5.24E-08

7.86E-08
l .22E-08

l . 1 5E-07
5.94E-09

k* mm /Pa m)
Standard Deviation

3.l IE-13
l .56E- 13

2.99E-1 3
7.43E- 14

3 . 1 9E- 13
7.68E- 14

2.49E-1 3
1 .04E- 13

l .56E- I 3
2.42E- 14

2.27E- 13
1 . 1 8E-1 4
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